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DEPARTMENT/DIVISION/PROJECT XAS17-BM

QA CLASS|FICATION: f] nr (CRmCAUHTGH) fl nZ (UruOFUMoDERATE) n ffi (MTNOR/LOW) [ nn peOitOnUl

PART NAME: Pink beam slits, Be exit Window, beam absorber

PART NO.: Oxford. BNL. REV.:

PREPARED BY: MichaelSullivan DATE: February 2018

VENDOR: N/A P.O. NO.:

QW. RECD.: N/A DATE RECD.:
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Oxford Pink beam sliF Pressure test to 150psi hold for 30 minutes
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Berryllium exit window- Pressure test to 150psi hold for 30 minutes
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Record all nonconformances for each item on page 2 of lTR.
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